TABLE 2. FREEZERS, REFRIGERATORS and INCUBATORS ON JOHNSON CONTROLS METASYS TEMPERATURE
MONITORING SYSTEM, (Notes and desired temps in red)

Room Metasys ID Branch & Equipment Temp. Temp. Temp.
No. Laboratory Setting | Low Limit High Limit
Set Point Set Point

306- FR1T-306 MERB/NERL VWR Freezer #1 -20°C -30°C -10°C
307
306- FR2T-306 MERB/NERL VWR Freezer # 2 -20°C -35°C -10°C
307
306- FR3T-306 MERB/NERL Revco Legaci, -75°C -85°C -65°C
307 Chest Freezer
309- RE1T-309 BARB/NERL | Kelvinator Refrigerator, 4°C -3°C 15°C
310 Brown

EPA 168871
318- RE1T-318 BARB/NERL Refrigerator, silver 4°C -6°C 10°C
319 EPA 797925
318- FRT2-318 BARB/NERL So-Low Freezer -20°C -40°C -10°C
319 EPA 723334
322- WB2T-322 BARB/NERL Precision Water Bath, 37°C 25°C 39°C
324 silver 32°C
322- WB3T-322 BARB/NERL Precision Water Bath 56°C 50°C 60°C
324 180, white
328- FR1T-328 BARB/NERL Kelvinator Freezer, -20°C -30°C -6°C
330 upright

EPA 194554
328- FR2T-328 BARB/NERL Kelvinator Freezer -20°C -30°C -0°C
330 EPA 797937
328- FR3T-328 BARB/NERL Forma Scientific Chest -76°C -85°C -60°C
330 Freezer

EPA 723378
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328- WB4T-328 BARB/NERL GCA/Precision 37°C 30°C 40°C
330 Waterbath
EPA 147621

334- FR1T-334 MERB/NERL Isotemp Refrigerator 4°C -4°C 10°C

336 EPA 708004

334- FR2T-334 MERB/NERL Frost Free Freezer -20°C -30° -8°C

336 EPA 707974 -

339 339-IN-1 Path 339 Incubator 1 35°C 32°C 38°C
Suite/BARB

339 339-IN-2 Path 339 Incubator 2 35°C 32°C 38°C
Suite/BARB

339 339-IN-3 Path 339 Incubator 3 35°C 32°C 38°C
Suite/BARB

339 339-IN-4 Path 339 Incubator 4 35°C 32°C 38°C
Suite/BARB

339 339-RE-1 Path 339 Refrigerator 1, 4°C 1°C 7°C
Suite/BARB under bench

339 339-RF-2 Path 339 Refrigerator 2, 4°C 1°C 7°C
Suite/BARB under bench

339 339-RF-3 Path 339 Refrigerator 3, glass 4°C 1°C 7°C
Suite/BARB door

341 341-FR-1 Path 341 Freezer 1 -71°C -78°C -64°C
Suite/BARB

341 341-RE-1 Path 341 Refrigerator 1 4°C 1°C 7°C
Suite/BARB




TABLE 2. FREEZERS, REFRIGERATORS and INCUBATORS ON JOHNSON CONTROLS METASYS TEMPERATURE
MONITORING SYSTEM, (Notes and desired temps in red)

Room Metasys ID Branch & Equipment Temp. Temp. Temp.
No. Laboratory Setting | Low Limit High Limit
Set Point Set Point
342 342-IN-1 Path 342 Incubator 1, Forma 23°C 20°C 26°C
Suite/BARB CO, Model 3029
342 342-RE-1 Path 342 Refrigerator 1 4°C 1°C 7°C
Suite/BARB
344 344-IN-1 Path 344 Incubator 1, Lab 38°C 35°C 41°C
Suite/BARB Line
344 344-IN-2 Path 344 Incubator 2, Lab 38°C 35°C 41°C
Suite/BARB Line
344 344-RE-1 Path 344 Refrigerator 3, FT 5°C -1°C 11°C
Suite/BARB by Jordon
345 FR1T-345 BARB/NERL VWR by Revco Freezer -20°C -30°C -10°C
EPA 902250
345 FR2T-345 BARB/NERL | VWR Scientific Freezer -20°C -30°C -10°C
345 RE3T-345 BARB/NERL Coldspot Refrigerator 4°C 0°C 10°C
EPA 087574
364- RE1T-364 MERB/NERL Forma Scientific 4°C 0°C 10°C
365 Refrigerator, Glass
Doors
364- RE2T-364 MERB/NERL Jordon Refrigerator, 4°C 0°C 10°C
365 Brown
EPA 797940
366- RE1T-366 MERB/NERL Jordon Refrigerator/ -20°C -28°C -8°C
367 Freezer (Combo -
freezer only on system)
373- FR1T-373 NRMRL Fisher Refrigerator 4°C 0°C 10°C
375
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373-
375 FR2T-373 NRMRL Fisher Freezer -20°C -30°C 0°C
374 FR1T-374 NERL Revco Freezer(chest) -77°C -86°C -10°C
EPA 803489 #1 -65°C
374 FR2T-374 NERL So-Low Freezer -20°C -32°C -8°C
(upright)
EPA 723144 #2
374 FR3T-374 NERL Forma Scientific Freezer -70°C -81°C -60°C
(chest)
EPA 723382 #3
374 FR4T-374 NERL Revco Freezer (chest) -76°C -80°C -65°C
EPA 703585 #4
374 FR5T-374 NERL Revco Freezer (chest) -35°C -50°C -15°C
EPA 7070612 #5
374 FR6T-374 NERL Forma Scientific -70°C -90°C -65°C
Freezer(chest)
EPA 722947 #6
374 FR7T-374 NERL Forma Scientific -75°C -90°C -65°C
Freezer(chest)
EPA 722949 #7
374 FR8T-374 NERL Revco Freezer (chest) -75°C -80°C -65°C
EPA 803488 #8
374 FR9T-374 NRMRL So-Low Freezer -70°C -85°C -55°C
(upright) #9
374 F11T-374 NERL Forma Scientific -80°C -85°C -65°C
Freezer(chest)
EPA 722948 #11
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374 F12T-374 NERL So-Low Freezer -80°C -105°C -68°C
(chest)

EPA 803894 #12

374 F13T-374 NERL Revco Freezer (upright) -85°C -92°C -60°C
EPA 159256 #13

374 F14T-374 NERL Revco Freezer (chest) -75°C -85°C -65°C
EPA 803490 #14

374 F15T-374 NERL Revco Freezer -75°C -85°C -65°C

(chest)

EPA 803487 #15

374 F16T-374 NERL Revco Freezer (chest) -75°C -85°C -65°C
EPA 703668 #16

374 F17T-374 NERL Revco Freezer (chest) -70°C -90°C -65°C
EPA 706351 #17

392- RE1T-392 MERB/NERL Puffer Hubbard 4°C -3°C 8°C

393 Refrigerator

392- FR2T-392 MERB/NERL Revco Upright Freezer -70°C -92°C -50°C

393

392- IN3T-392 MERB/NERL CO, Incubator “A” 37°C 28°C 40°C

393

392- IN4T-392 MERB/NERL CO, Incubator “B” 37°C 25°C 40°C

393

392- FR5T-392 MERB/NERL VWR Freezer (under -20°C -30°C -10C°

393 counter)

394- RE1T-395 BARB/NERL VWR upright white -20°C -30°C -1°C

395 Freezer
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394- FR2T-395 BARB/NERL | VWR upright white ref. 4°C -3°C 8°C
395 EPA 902251
501 FR1T-501 CERB/NERL Forma Scientific -75°C -85°C -60°C
Freezer #1
EPA 722884
501 FR2T-501 CERB/NERL Revco Upright Freezer -75°C -85°C -50°C
sensor . #2
EPA 722999
605 FR1T-605 MERB/NERL GE, White Freezer, -20°C -30°C -10°C
North Wall
no decal
619 FR1T-619 MERB/NERL | Kelvinator Sci. Upright -20°C -30°C -2°C
Freezer
no decal
707 FR1T-707 MERB/NERL | Fisher Scientific Freezer -20°C -35°C -10°C
(No Decal)
707 FR2T-707 MERB/NERL Whirlpool Freezer -20°C -30°C -6°C
EPA 802106
713 FRIT- 713 MERB/NERL Freezer located on -20'C -30°C 0°C
North wall
EPA 423095
716- FR1T-716 MERB/NERL Fisher Iso Temp -20'C -30°C -5°C
718 White w/Gray(#1)
716- FR2T-716 MERB/NERL Fisher IsoTemp, White -20°C -30°C -5°C
718 w/Blue (#2)
724 FR1T-724 ERB/NERL White Frigidaire -20°C -30°C -10°C
Upright Freezer
(Labeled # 5, No Decal)
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738 FR1T-738 MERB/NERL Revco Upright freezer -70°C -89°C -50°C
EPA 704231, #5

738 FR3T-738 MERB/NERL Revco Upright freezer -80°C -94°C -70°C
EPA 704214, #2

738 FR4T-738 ERB/NERL Revco Upright freezer -80°C -92°C -50°C
EPA 707629, #3

738 FRS5T-738 ERB/NERL Revco Upright freezer -75°C -90°C -60°C
EPA723307, #8

738 FR7T-738 ERB/NERL Revco Upright freezer -80°C -90°C -60°C
EPA 707628, #4

738 FRS8T-738 MERB/NERL Revco Upright freezer -80°C -97°C -70°C

EPA 803832

738 FR9T-738 MERB/NERL Revco Upright freezer -85°C -95°C -55°C
EPA 802900, #9

738 F10T-738 MERB/NERL Revco Ultima -85°C -98°C -60°C
IT Chest freezer
EPA 902326, #10




